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It in advisable, therefore, to have a small back-pressure valve
iriwerted in the. milled-head screw in the bomb cover, in order
to avoid a groat IOHH of gas when disconnecting the oxygen-
supply pipe and gauges from the bomb, after filling the same
with oxygen.

At thin prcHHiire the combustion of the coal is practically
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instantaneous, and the thin platinum wire used for ignition
purposes will generally be found fused, owing to the high
temperature momentarily attained. In order to protect
the platinum capsule or crucible from the same effect, and
from the action of the molten slag produced, it is necessary
to line it with a thin asbestos board, cut and shaped to fit
the crucible, or capsule, This board must be dried and